Abstract: A microelectromechanical systems (MEMS)-based photoacoustic imaging system is reported for the first time. In this system, the MEMSbased light scanning subsystem and a ring-shaped polyvinylidene fluoride (PVDF) transducer are integrated into a miniaturized probe that is capable of three-dimensional (3D) photoacoustic imaging. It is demonstrated that the imaging system is able to image small objects embedded in phantom materials and in chicken and to in vivo visualize blood vessels under the skin of a human hand.
Introduction
Biomedical photoacoustic imaging is an emerging technology based on photoacoustic effect. It combines high optical contrast and high ultrasound resolution in a single imaging modality [1, 2] . It has been thus far demonstrated that photoacoustic imaging has the potential to image breast cancer, skin disorder, brain vasculature, arthritis and seizure focus [3] [4] [5] [6] [7] [8] [9] [10] [11] .
Photoacoustic imaging using miniaturized scanning systems/probes represents a new direction in this field. Such a miniaturized system allows for high resolution/high contrast photoacoustic imaging in applications such as endoscopic screening and image-guided surgery. One of the existing methods is based on mechanical scanning of a single transducer using geared micromotor, which can realize only two dimensional and side-view imaging without an external linear stage. Another one is to use galvanometer scanner with a larger size of mirror for scanning the laser beam which needs a relatively large space to assemble the probe. On the other hand, microelectromechanical systems (MEMS) mirrors can manipulate laser beams in free space, eliminating optical coupling non-uniformity and instability. Twodimensional (2D) MEMS mirrors can also perform fast roster scanning [12] [13] [14] [15] [16] .
In this paper, we report for the first time a 2D MEMS-based scanning system for 3D photoacoustic imaging. In this system, we use a 2D MEMS mirror based on thermal bimorph actuation mechanism to realize fast light scanning and a single element ring-shaped PVDF transducer to detect ultrasound signals. Three dimensional images of pencil lead(s) embedded in phantom materials and chicken legs and images of in vivo human blood vessels are successfully obtained using this MEMS-based photoacoustic system.
Photoacoustic imaging system
The schematic of the experimental setup is shown in Fig. 1(a) , in which a MEMS mirror [see Fig. 1(d) ], embedded in a small-diameter scanning probe [ Fig. 1(b) ], is used to perform laser beam scanning and an Nd:YAG 532 nm laser (NL 303HT from EKSPLA, Lithuania) is employed to generate pulses of 20 ns duration at 10 Hz. The laser beam via a reflection mirror is delivered into the scanning probe. A laser beam of 1 × 1 mm 2 in size is formed through an aperture and re-directed by a fixed mirror/prism to the scanning MEMS mirror [ Fig. 1(d) ]. The PVDF ultrasound transducer is attached to the end of the scanning probe [ Fig. 1(b) ]. The home-made PVDF ultrasound transducer is a ring-shaped one-element ultrasound detector. It was fabricated using a 110µm-thick Ag ink printed PVDF film (Measurement Specialties Inc.) as the sensing unit, flexible PCBs as positive and negative electrode connectors, and backing materials. The inner and outer diameters of the probe are 9.5mm and 11.5mm, respectively. The central frequency is 2.5 MHz. The photograph of the probe is shown in Fig. 1 
(c).
As shown in Fig 2 ) has four electrothermal bimorph-based actuators made from a lateral-shift-free large-vertical-displacement (LSF-LVD) design [17] . After released, the actuators will curl up and elevate the mirror plate out of plane. When applying a voltage generated by two function generators to the MEMS mirror, each actuator can move up or down due to the Joule heating effect, resulting in a tilt to the mirror plate. 2D scanning (up to a rate of 500 Hz) can be realized by applying different voltages to the four actuators as shown in Fig. 1 (e) (Media 1).
In the system, an output trigger signal is used to synchronize the data acquisition and function generators (AFG3022B, Tektronics). The ultrasound signal is amplified by a preamplifier with a gain of 17dB and further amplified by an amplifier with a controllable gain from 5dB to 20dB. The data acquisition sampling rate is 50MHz and a band-pass filter (Panametrics, Waltham, Massachusetts) from 1MHz to 5MHz is used to cut off the low frequency and electromagnetic noises. In the experiments, ultrasound gel is applied between the probe and the sample to minimize ultrasound attenuation. 
Phantom/Chicken experiments
We demonstrate the ability of our imaging system through several phantom/chicken and in vivo experiments. In these experiments, the 532nm laser beam illuminated the sample surface over an area of 1 × 1 mm 2 at 15 2 / mJ cm which is below the American National Standards Institute safety limit of 20 2 / mJ cm . The four actuators driven by 0~4V differential ramp voltages were used for scanning an area of up to 9 × 9 mm 2 given a distance of 9 mm between MEMS mirror and image surface and an optical scan angle of ± 31° for the MEMS mirror .The scanning frequencies used were 100 and 2 mHz along X and Y directions to collect signals at 50 x 50 points. Due to the 10 Hz repetition rate of the laser, the scanning time is currently limited to 250s for the experiments performed.
In the phantom experiments, we placed the probe 6mm away from the phantom surface with ultrasound gel applied between the probe and the phantom. With a 90° directivity along the axial direction, the probe can cover an area of 24mm in diameter. As shown in Fig. 2(a) , the pencil lead was embedded 1.2mm below the surface of a 50mm-diameter cylindrical solid phantom, consisting of Intralipid as the scatterer and India ink as the absorber. The phantom Fig. 2(c) shows the 2D image of the object. Using the criteria defined by the full-width-at-half maximum (FWHM) of multiple A-line signals, the size of the recovered object is estimated to be 0.72mm compared to the actual object size of 0.70mm. The signal-to-noise ratio (SNR) of the image signals was found to be 32dB which decreases with increased depth of the target. In this experiment, we placed the pencil lead at different depths and found that the imaging depth can be up to 2.5mm. We also found that the axial resolution is less than 0.5mm and that the lateral resolution is less than 0.7mm. Fig. 3(b) , we see that the targets are all detected. The results given in Fig. 4 show the three dimensional imaging ability of our system. In this experiment, a pencil lead with a diameter of 0.7mm was embedded in one piece of chicken [ Fig. 4(a) ] at a depth of 1.5mm from the surface. The recovered 3D images are presented in Fig. 4(b)-4(d) (at coronal, sagittal-and cross-section views) and in Fig. 4 (e) (3D rendering of the recovered image). Again, the object is accurately imaged in terms of its size, shape and location. 
In vivo imaging of blood vessels
Here we demonstrate the in vivo imaging ability of our MEMS-based photoacoustic imaging system for visualizing blood vessels in a human hand. The photograph of the hand and the barely visible blood vessels under the skin are shown in Fig. 5(a) , while the recovered 3D image of the blood vessels is given in Fig. 5(b) . We can see that the blood vessels are clearly imaged with correct shape and size for most part. We also note that some middle portions of the blood vessels [indicated by arrow in Fig. 5(b) ] are notably distorted or missing. This is most likely attributed to the fact that these portions of the blood vessels are physically located deeper over other parts of the blood vessels of interest and that the sensitivity of the transducer responsible for this part of the imaging area is lower due to the limited directivity of the transducer used. It is noted that the shape of the vessels is not round likely due to the non-linear effect of the MEMS mirror. We are seeking ways to resolve this issue by using a proper calibration method. 
Conclusions
In this paper, we have demonstrated a MEMS-based photoacoustic imaging system using both phantom and in vivo experiments. While promising, we realize some limitations associated with our current system. First, the imaging area of 9 × 9 mm 2 is relatively small limited by the voltages applicable to the current MEMS actuators. We are investigating to optimize the MEMS mirror design to increase the scan angle. Second, the scanning speed of the system is limited by the relatively low repetition frequency of the laser. We note that pulsed lasers with a repetition frequency of up to 200Hz are already available commercially, making real-time imaging possible in our next generation system. Third, the axial resolution can be increased by increasing the frequency of the transducer, by decreasing the thickness of the PVDF film to the range of 28-52μm, or by using more sensitive piezocomposite materials based transducer. Finally, the quick decay of optical fluence in turbid medium should be considered, and we plan to use optical fiber plus GRIN lens to achieve highly focused light beam for deeper penetration. The results obtained from this study are encouraging, and the probe diameter will be reduced to 5mm or smaller, which will allow us to develop a MEMS-based photoacoustic imaging system for image-guided surgery in future. For endoscopic applications, the probe diameter will be further reduced to 3mm or smaller.
